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ABSTRACT: The radiation used in particle therapy treatments produces secondary particles, either
neutral or charged, when interacting with the patient body. The particles that exit from the body
can be used to provide a fast feedback on the treatment plans. Here we report the measurements of
prompt-γ ray fluxes produced by the interaction of a 220 MeV/u carbon ion beam at GSI, Darm-
stadt, with a polymethyl methacrylate (PMMA) target. The photons were detected by means of an
array of LYSO crystals, allowing for a measurement of time of flight and released energy. Differ-
ent angular configurations were explored, placing the prompt-γ detector at 60◦, 90◦, and 120◦ with
respect to the primary beam direction. The prompt-γ energy spectra have been obtained for the
different angular configurations after having taken into account the detector resolution by means
of an unfolding procedure tuned with a dedicated Monte Carlo simulation. The integrated fluxes
(over the full 4pi solid angle), in the 2–10 MeV prompt-γ ray energy range, at 60◦, 90◦ and 120◦, are
measured as Φγ(60◦) = (6.7±1.7) × 10−3 sr−1, Φγ(90◦) = (6.3±2.1) × 10−3 sr−1 and Φγ(120◦) =
(4.4±1.1) × 10−3 sr−1 respectively.
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Introduction
Presently, one of the major challenges in particle therapy is to provide a precise “in-treatment”
monitoring of the irradiated volume position [1]. Currently, the base-line proposed technique for
range verification is an in-situ Positron Emission Tomography (PET) scanner, which offers only
an offline control on the released dose and it is hence affected by uncertainties related to the body
motion and biological wash-out of the β+ emitters. Several methods have been proposed as an
alternative to the Offline-PET, not only to improve its accuracy, but also to include a real time
check of the delivered treatment plan [2]. All the novel techniques are based on the correlation
between the target volume position and the emission profile of secondary particles produced by
nuclear interactions of the primary beam with the patient’s body.
The yield of charged secondary fragments emitted at large angles (above 60◦ with respect to
the primary beam direction) by 220 MeV/u 12C ions interacting with a polymethyl methacrylate
(PMMA) target has been investigated and published recently [3]. In this paper, we report the study
of the prompt-γ production at several angles, performed using a detector equipped with LYSO crys-
tals. When a 12C ion interacts with the PMMA target, nuclear excitation can occur and prompt-γ
(photons with a very short emission time) can be generated by the de-excitation of the involved nu-
clei. The measured production energy spectra as well as the total integrated fluxes in the 2–10 MeV
range are presented for three different angular configurations: 60◦, 90◦, and 120◦ with respect to
the primary beam direction. The experimental setup included also a BaF2 detector (not shown in
figure 1), that could be placed at 60◦ and 90◦ w.r.t. the primary beam direction and that was installed
on the other side of the PMMA with respect to the LYSO. The results obtained with the BaF2 detec-
tor, aiming for a significant neutron background reduction through the pulse-shape discrimination,
have been the subject of a dedicated paper that has already been submitted for publication.
The main prompt-γ production mechanism is the nuclear de-excitation that follows the inter-
action of the impinging carbon ion with the target nucleus. Several measurements were made in
the past using carbon ion beams of 73 MeV/u [4, 5], and 80 MeV/u [6, 7]. The prompt-γ produc-
tion from a 160 MeV proton beam and from 95 MeV/u and 310 MeV/u 12C ion beam, have been
recently published [8] as well.
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Figure 1. Scheme of the experimental setup (not to scale). The LYSO, DC and VETO detectors were fixed
on a moving bar that was placed at different angles with respect to the beam axis, θ = [60,90,120]◦, during
the data acquisition.
The reported results enrich the landscape of available measurements with energies relevant for
charged particle therapy monitoring, allowing to probe the∼10 cm ion path range inside the patient
body and the relative γ production.
1 Experimental setup
The experiment was performed at the GSI laboratory (Darmstadt, Germany), where a 20×5×5 cm3
PMMA target was exposed to a 220 MeV/u 12C ion beam. The experimental setup, shown in
figure 1, has been already described in detail elsewhere [3].
To detect the incoming carbon ions, two 1.1 mm thick plastic scintillators (StartCounter1, SC1
in the following, and StartCounter2, SC2 in the following) were placed at 37 cm and 16 cm, respec-
tively, upstream of the PMMA target. Each detector, used for triggering and ion counting purposes,
was read-out by two Hamamatsu 10580 photomultiplier tubes (PMTs). Both the start counters time
and charge information were acquired, but only the SC closer to the PMMA was used to build the
trigger, implemented as the OR of the two PMTs in coincidence with the LYSO detector signal.
A 10×10×0.2 cm3 plastic scintillator (VETO in figure 1) was placed on the target side, before
the drift chamber LYSO crystal detector array, to stop electrons with energies . 0.55 MeV.
A 21 cm long Drift Chamber (DC) [3, 9, 10] was placed in front of the LYSO detector ar-
ray at 41 cm from the target center and provided additional useful information to reject possible
background from secondary low energy prompt charged particles.
A scintillation detector (LYSO), composed of an array of 4 LYSO crystals, 1.5×1.5×12 cm3
each, was placed at a distance of 65.8 cm from the target center for the detection of secondary
radiation. The scintillation light of the crystals was detected with an EMI 9814B PMT. The energy
and time calibration of the LYSO crystals have been described in detail elsewhere [3, 10].
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The whole detector setup (LYSO, DC and VETO) was fixed on a moving arm that was placed
at different angles (60◦, 90◦ and 120◦) with respect to the beam direction to study the angular
distribution of the detected particles.
The trigger signal was provided by the coincidence of the signals of the start counter closer
to the PMMA target (SC2) and the LYSO detector within an 80 ns time window. The threshold
used to discriminate the signal from the LYSO PMT was set to 130 mV corresponding, in terms of
calibrated energy deposited in the LYSO crystal (ELYSO), to ∼1 MeV. The trigger rate was of the
order of 1 kHz with a primary beam particle rate ' 2 MHz. The temporal spectrum of the beam,
typical of a synchrotron machine, was pulsed and characterized by a 5–10 s long beam spill, with
nearly triangular shape and a peak rate occurring 2–3 s after the spill start, interleaved with a 2–3 s
no beam time window. The observed rates, during the data taking, ranged from few hundred kHz
to few MHz, being limited by the SC rate capabilities (∼10 MHz).
The front-end electronics was read-out by a VME system (CAEN V2718 VME-PCI bridge)
interfaced with a PC for the Data AcQuisition (DAQ). The time and charge information for the
signals of all the detectors were acquired using a 19-bit TDC Multi-hit (CAEN V1190B, time
resolution of ∼100 ps), and a 12-bit QDC (CAEN V792N, resolution of ∼0.1 pC).
The number of carbon ions (NC) collected for a given data taking run was measured by count-
ing with a VME scaler (CAEN V560 N) the number of events in which both PMTs of SC2 were
giving a signal over threshold. Since the scaler allows for a maximum frequency of 100 MHz and
the beam rate was well below that threshold, the scaler counts were considered as DAQ dead time
(DT) free, and no DT correction was computed. Details on how NC has been corrected in order to
account for the event loss due to the signal discrimination implementation are given in section 3.
2 Prompt-γ yields
The energy spectrum of the photons emitted from the PMMA was measured using the LYSO detec-
tor, and a detailed MC simulation has been used in order to take into account the detector efficiency
and resolution effects, when using the number of reconstructed photons (Nrecγ ) to compute the num-
ber of photons (Nγ ) produced in the PMMA.
The energy deposition in the LYSO crystal vs the Time of Flight (ToF) was studied to separate
prompt-γ rays from neutrons and other secondaries as, for example, charged particles. The ToF
was computed as the time difference between the signal detected in the SC2 induced by a traversing
carbon ion and the signal detected in the LYSO crystals (TLYSO−TSC2). We have not corrected the
measured ToF in order to take into account the time difference between the carbon ion interacting
in the SC2 and its prompt-γ emission in the PMMA (∼ 2 ns), since we use the ToF variable only for
the prompt-γ selection and not to compute other prompt-γ properties. The slewing effect induced
by the front-end electronics fixed voltage threshold on the ToF was taken into account as explained
in a previous paper [6]. The analysis of the two dimensional ELYSO vs ToF distribution allowed a
highly efficient selection of a pure sample of prompt-γ rays.
The correlation between the measured energy ELYSO and the ToF is shown in figure 2. The hor-
izontal, low energy, band (ELYSO ∼ 1 MeV) is due to the LYSO intrinsic noise, the almost vertical
band at 0 ns is due to the signal from the prompt-γ and the diffuse cloud is mainly due to neutrons at
ToF values larger than those of the prompt-γ population. Moreover, an exponential-like band is vis-
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Figure 2. Energy deposition in the LYSO crystals as a function of ToF. The prompt-γ ray, neutrons and
charged particles populations are distinguishable as described in the text. The inset shows a zoom of the
spectrum in the range that is relevant for prompt-γ rays.
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Figure 3. Example of the ToF pull distribution for a given energy interval: 1.5 MeV < E <1.6 MeV. The
dashed line indicates the Gaussian function fit to the signal; the dotted line indicates the Crystal Ball function
that was used to model the background, mainly due to neutrons.
ible up to high energies (∼ 70 MeV), representing charged secondary particles, mainly protons. A
detailed view of the prompt-γ region in the energy range 1-10 MeV is shown as an inset in figure 2.
To evaluate Nrecγ , the time pull (ToF/σToF) distribution, sampled in released energy bins of
0.1 MeV, has been used [6]. The number of reconstructed prompt-γ rays (Nrecγ ) in each energy
bin was measured using an unbinned maximum likelihood fit to the ToF pull distribution for each
energy bin. Hence, Nrecγ has been extracted from the extended likelihood fit to the ToF pull distri-
bution for each energy bin. Figure 3 shows an example of the pull distribution in the energy bin
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Figure 4. Energy spectra of prompt-γ rays detected by the LYSO detector at 60o (circles), 90o (triangles
up) and 120o (triangles down). These spectra are corrected taking into account the DT. The spectra have not
been normalized to the number of incoming carbon ions.
1.5 MeV <ELYSO <1.6 MeV, for one run in the experimental angular configuration at 90o. The total
fit function is superimposed (red solid line): the background, mainly due to neutrons, is described
by a Crystal Ball function [11] and shown as a dotted line, while the signal is modeled using a
Gaussian PDF (blue dashed line). The Crystal Ball function, consisting in a Gaussian core and a
power-law low-end tail (appearing as a tail on the left side of the Gaussian peak), has been selected
as it describes in a satisfactory way the background spectrum in the full energy range under study.
The raw energy spectra measured for different angular configurations are shown in figure 4. No
normalization to the number of incoming carbon ions is applied.
The measured photon spectra have to be corrected for the detector efficiency and energy res-
olution, in order to have access to the true prompt-γ emission spectrum. The detector effects were
taken into account by using the TUnfold1 unfolding algorithm [12]. The algorithm was trained
with the full FLUKA [13–15] Monte Carlo (MC) simulation of the experiment (referred as FULL
in the following), reproducing the geometric and physical characteristics of the experimental setup
components and including the observed light yield variations among the four LYSO crystals (where
the maximum observed variation was ∼ 20%). In order to build the unfolding matrix, relating the
measured energy and the true γ emission energy, we used a MC sample (referred as FLAT in the fol-
lowing) with prompt-γ rays generated with a uniform distribution in the energy range under study.
The configuration of the TUnfold algorithm, performed minimizing the differences of the
unfolded spectrum with respect to the true underlying one, was the following: regularization per-
formed using the kRegSize scheme, choice of 35 bins for the unfolded final output, starting from
90 measured energy bins, and regularization strength ∼ 0.001, with small variations related to the
different sample statistics for the 60o, 90o and 120o analyses. The systematic uncertainty related to
the unfolding procedure is discussed in section 4.
1Implemented in the ROOT TUnfold class.
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3 Prompt-γ energy spectra
The prompt-γ flux is defined in each energy bin Ei as:
Φγ(Ei) =
Niγ
NC× (1− τ)× εgeo×Ω (3.1)
where NC is the number of carbon ions impinging on the PMMA, τ is the fraction of events lost due
to DAQ DT, εgeo is the detector geometrical acceptance, Ω is the solid angle and Niγ is the number
of prompt-γ rays measured from the unfolded spectrum in each energy bin.
The value of NC measured with the scaler needs to be corrected for the probability that more
than one carbon ion interacts with the SC2 detector within the discrimination time of the SC2 signal
(80 ns). In this time window, the arrival of multiple carbon ions cannot be measured by the scaler,
resulting in an underestimation of the incoming ion total number. A detailed MC simulation of the
beam rate and spill shape has been performed, allowing to compute the correction factor for the dif-
ferent beam rate conditions during the data taking. The simulation, properly reproducing the mea-
sured beam time profile and SC2 signal timing spectra, yielded a correction factor (corrGT) for each
data sample, taken with different angular configurations: corrGT(90o) = 1.12±0.07, corrGT(60o) =
1.37±0.19 and corrGT(120o) = 1.35±0.15. The uncertainty accounts for both the statistical and
systematic uncertainty, computed by varying the beam shape models and mean rate conditions.
The dead time was computed using the instantaneous event by event rate and the event size
measured during data acquisition. This information has been used to apply the τ correction, for
each event, based on laboratory DT measurements performed with a DAQ system equivalent to
the one used during the data taking with which a calibration curve of τ as a function of the DAQ
rate was obtained. To take into account the maximal and minimal DT configurations, we assigned a
systematic uncertainty to τ by varying the DT vs rate shape used to reweight the events, accordingly
to different DAQ configurations for maximal and minimal event size occupancies.
The detector geometrical acceptance (εgeo ∼ 2 ·10−4) was calculated using the FULL simula-
tion with an uncertainty giving a negligible contribution to the total systematic uncertainty.
Figure 5 shows the unfolded prompt-γ production flux as a function of the production energy
for the 60o (black circles), 90o (red triangles up) and 120o (blue triangles down) angular config-
urations. The shown uncertainties are statistical only and are the sum in quadrature of several
contributions: the unbinned fit result, the unfolding and detector geometrical acceptance, uncorre-
lated among different energy bins, and the uncertainties on the number of primary ions and on the
dead time inefficiency that are fully correlated. Fluctuations related to the unfolding technique are
responsible for the points in the high energy tail of the distribution that are slightly below zero. All
the points are, however, compatible with zero within the statistical uncertainties.
The spectra obtained for the 60o, 90o and 120o configurations, shown in figure 5 after the
unfolding procedure, have a similar shape, confirming the hypothesis of a dominant contribution
from target nuclei de-excitation isotropic emission of prompt-γ rays. Nuclear de-excitation of
reaction fragments, that would imply a boosted spectrum in the forward (60o) direction, does not
give a significant contribution to the measured spectra.
Some of the structures visible in the unfolded spectra can be related to some known prompt-γ
nuclear de-excitation emission lines. Different ion inelastic scattering processes are contributing
to shape different regions of the emission spectrum: in particular it is possible to identify the
3.21 MeV line characteristic of 12C 0+2 decay, the 4.4 MeV line relative mostly to the 2
+ from 12C
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Figure 5. Unfolded energy spectra of prompt-γ rays detected by the LYSO detector at 60o (circles), 90o
(triangles up) and 120o (triangles down). Fluctuations related to the unfolding technique are responsible for
the points in the high energy tail that are slightly below zero. All the points are, however, compatible with
zero within the statistical uncertainties.
(both target and the projectile) with a minor contribution from the α decay of 16O into 12C and the
∼6.1 MeV lines of the 16O and 15O gamma decays.
4 Prompt-γ integrated rates
Besides the energy spectra, the produced prompt-γ integrated flux is another important information
that has to be precisely measured when developing photon detectors for dose monitoring applica-
tions [6].
The prompt-γ rays production rate is defined as the energy integral of the spectra shown in fig-
ure 5 between 2 MeV and 10 MeV and the results for the 60o, 90o and 120o angular configurations
are:
Φγ(E > 2 MeV @60◦) = (6.69±0.47stat±1.62sys)×10−3 sr−1 (4.1)
Φγ(E > 2 MeV @90◦) = (6.27±0.21stat±2.08sys)×10−3 sr−1 (4.2)
Φγ(E > 2 MeV @120◦) = (4.36±0.25stat±1.04sys)×10−3 sr−1 (4.3)
The measurement uncertainties are dominated by the systematic contribution, that are taking
into account:
• the limited knowledge of the DT efficiency correction (σDT ): the systematic uncertainty has
been computed assuming maximal and minimal DT configurations and recomputing the flux;
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Table 1. Systematic uncertainty contributions to the integrated flux measurement for the three different
angular configurations under study.
syst. (10−3 sr−1) 60◦ 90◦ 120◦
σDT 1.03 0.72 0.66
σUnf 1.17 1.55 0.79
σPar 0.45 1.12 0.14
• the MC simulation used to build the unfolding matrix (σUnf): the flux has been recomputed
using the FULL simulation to produce the unfolding matrix, and the difference has been used
to quote a systematic uncertainty;
• the choice of the unfolding parameters (σPar): the unfolding has been redone changing the
regularization strength within the stepping range used to scan the parameter phase when
performing the unfolding tuning.
The values obtained for the different systematic uncertainty contributions are reported in table 1.
To evaluate the systematic uncertainty related to the choice of the software used to build the
unfolding matrix, the raw spectra unfolding has been redone using the Geant4 simulation soft-
ware [16, 17]. The change in the final result when using Geant4 is smaller than the systematic
uncertainty already ascribed to the unfolding algorithm.
Another possible systematic effect that has been evaluated is related to the possibility that
low energy charged particle contamination is present in the Nγ signal, evaluated from the ToF
pull distributions. The Drift Chamber information has been used to recompute the fluxes while
explicitly rejecting any charged particle, identified using the number of cells (Nhits) hit in the DC
as discriminating variable. Charged particles were identified by the DC as events with Nhits ≥ 8
with an efficiency of ∼ 98% [3]. We verified that there was a negligible change in the measured
rate when including the Nhits < 8 requirement and hence no systematic uncertainty coming from
the DC selection has been quoted.
Conclusions
A measurement of the prompt-γ production rates and emission energy spectra was performed at the
GSI facility using a 12C beam of 220 MeV/u impinging on a PMMA target. Such measurements,
performed at different angles with respect to the incoming beam direction, are key ingredients of
any research and development strategy aiming for the construction of a dose monitor for particle
therapy applications exploiting the secondary prompt-γ rays produced inside the patient.
The obtained result has been compared with the result of a measurement performed at 90o with
a lower energy (80 MeV/u) 12C beam [6], that provided a measured fluxΦγ = (2.32±0.15)×10−3
sr−1. We used a Geant4 MC simulation to compute the expected increase in the photon production
rate due to the increased 12C beam energy. The study yielded an expected increase of 4.6±0.2
times, while the increase of the ratio of the two measurements is (2.7±0.9), thus compatible within
uncertainties.
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The agreement between the results obtained at 60o and 120o and the 90o measurement repre-
sents a clear indication that the dominant production mechanism of prompt-γ rays is through the
de-excitation of target nuclei rather than from excited fragmentation products.
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